Hemodynamic response to BMI model PIAB catheter.
Using the BMI model PIAB catheter designed and produced by our laboratory, we carried out serial animal experiments to evaluate its hemodynamic effects in goats. The animal experiments and comparison tests indicated that BAPDP = 24, PSP = 22; BAEDP = 8, EDP = 14; BAPSP = 20, PSP = 22. The various hemodynamic parameters of our PIAB catheter are equivalent to or better than those of imported products. But the price of our PIAB catheter is much lower than that of foreign products. It has been used in some hospitals, showing satisfactory results.